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Update instructions for SDM3055 P11R1
Version

The reason: Solve the problem that stays at the logo interface when
booting

Tools: U-disk

Steps:

Stepl.

First you must update the transition file transition. ApDs
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DC Voltage
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Auto 200mV mVDC

File Hame:

Current Path: f

internal

L “Woxternal

Press the left arrow key to choose the file.
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Current Path: fexternal

RECYCLER
2015.02.09
sdm305(V100R001BOM1DO1P11R1).ADS

Current Path: BREEICGHGE]

File Hame: transition.ADS
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Are you sure to perform it ?

reboot

Step?2.

After the transition updated, you can update the normal version

sdm305 (VI0ORO01BOIDO1IPLIR1). ADS

Press the left arrow key to choose the file.
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Current Path: fexternal

3)
RECYCLER

2015.02.09

<d m305(v100R001B01DO1P11R1).ADS

transition.ADS

Current Path: BREEICHIE]

File HName: sdm303(V100R001B01D01P11R1).ADS

Are you sure to perform it ?

Reboot twice



